: .

"'V v
/)
===~~~ ~~~UMENTATION PAGE Ot e 070 0165

A D— 1¢ 10 average 1 hour per (Bsponss, INCILCHG Biv NG 1O enewing nSLChons Sealthang &
achion of nformatian Send comments regarding ths burden estmate o any other aspect ore

By Odla SOUrLes Gatherd 4 at g
[P U TSR L ST IR STt T

ers Services, Oectorate tor Infermation Operatons and Hepons 1215 Jetterson Dave Hughaay Sute 1P04 A
’ ! l ek Reduction Progct {0704.0188). Washington, DC 20503
! : i 2 REPORT DATE 3 REPORY TYPE AND GATLTS COVEREL
April 1993 professional paper
4. TITLE AND SUBTITLE S FUNDING RUMBERS

LASER-INDUCED FLUORESCENCE OVER OPTICAL FIBERS FOR REAL TIME  pp. vpo2
IN SITU MEASUREMENT OF PETROLEUM HYDROCARBONS IN SEAWATER|  pr 0602243

6. AUTHOR(S) WU: DN&RBSHT3
S. H. Lieberman, S. M. Inman, G. A. Theriault

7. PERFORMING ORGANIZATION NAME(S) AND ADDRESS(ES) 8 PERFORMING ORGANIZATION

REPORT NUMBER
Naval Command, Control and Ocean Surveillance Center (NCCOSC)

RDT&E Division

San Diego, CA 92152-5001

9. SPONSORING/MONITORING AGENCY NAME(S) AND ADDRESS(ES)

David Taylor Research Center

girdengckh?ﬁwsiigz EL ECT E
napos, MAY 2 81393

11 SUPPLEMENTARY NOTES

12a DISTRIBUTION/AVAILABILITY STATEMENT 1 DlS‘TWBUTIONA

Approved for public release; distribution is unlimited.

13. ABSTRACT (Maximum 200 words)

A fiber optic-based fluorometer system is described that uses a pulsed laser to induce fluorescence and a time-gated linear
photodiode array coupled to a spectrograph for rapid measurement of flucrescence emission spectra and fluorescence decay
times. Data is presented from studies conducted in San Diego Bay where the system has been used for real-time tn situ
measurements of temporal and spatial variability of petroleum hydrocarbons in seawater. Results show that the optical fiber
fluorometer system is capable of direct quantification of low level (parts-per-billion diesel fuel marine equivalent)
concentrations of petroleum hydrocarbons.

Analysis times for measurement of complete fluorescence emission spectra are fast (tens of milli-seconds} and compare
with the temporal response characteristics for temperature and conductivity sensors that are used for measuring standard
physical hydrographic parameters. Results obtained with the fiber optic fluorometer system during a mapping study in San
Diego Bay show good correlation with GC-MS analysis of total polycyclic aromatic hydrocarbons (PAHs) measured on discrete
samples collected during the study.

98 o 4 VAN
140 \\\\m\\\\\\\\\\\\\\\ (i

14. SUBJECT TERMS 15 NUMBER OF PAGES
CIVAPP: environmental programs
CIVAPP: marine biology 16 PRICE CODE
CIVAPP: analytical chemistry

17 SECURITY CLASSIFICATION 18 SECURITY CLASSIFICATION 13 SECURITY CLASSIFICATION 70 LIMITATION OF ABSTRACT
OF REPORT OF THIS PAGE OF ABSTAACT
UNCLASSIFIED UNCLASSIFIED UNCLASSIFIED SAME AS REPORT

NSN 7540-01.280-5500 Standard torm 298 (FRONTY




UNCLASSIFIED
2ta NAME OF RESPONSIBLE INDIVIDUAL
S. H. Lieberman

FAIAR S A NI RV AT P

Code 521

210 TELEPHONE {inchmde Area Cooe:

(619) 5532778

Accesior Fn- 7]
e . S
NTIS 2R~ \/

OTIC i “

s grnen, ~o K

NIYES O IV

o i e e+ e eiaes e

Standard torm 290 PACK

NSN 7540-01-280-5500
UNCLASSIFIED




THIS DOCUMENT IS BEST

QUALITY AVAILABLE. THE COPY
FURNISHED TO DTIC CONTAINED
A SIGNIFICANT NUMBER OF
PAGES WHICH DO NOT
REPRODUCE LEGIBLY.



LASER- INDUCED FLUORESCENCE OVER OPTICAL FIBERS
FOR REAL-TIME IN SITU MEASUREMENT
OF PETROLEUM HYDROCARBONS IN SEAWATER

S.H. Licberman', $.M. Inman 2*and G.A. Theriauli’

Naval Ocean Systems Center!
Marine Environment Branch
Code 522
San Diego, CA 92152
Tel: (619) 553-2778, Fax: (619) 553-6305

Computer Sciences Corporation2
San Diego, CA 92110

Abstract

A fiber optic -based fluorometer system is described that uses a
pulsed laser to induce fluorescence and a time-gated linear
photodiode array coupled to a spectrograph for rapid measure-
ment of fluorescence emission spectra and fluorescence decay
times. Data is presented from studies conducted in San Diego
Bay where the system has been used for real-time in situ meas-
urements of temporal and spatial variability of petroleum
hydrocarbons in seawater. Results show that the optical fiber
fluorometer system is capable of direct quantification of low
level (parts-per-billion diesel fuel marine equivalent) concentra-
tions of petroleum hydrocarbons.

Analysis times for measurement of compiete fluorescence emis-
sion spectra are fast (tens of milli-seconds) and compare with the
temporal response characteristics for temperature and conduc-
tivity sensors that are used for measuring standard physical
hydrographic parameters. Results obtained with the fiber optic
fluorometer system during a mapping study in San Diego Bay
show good correlation with GC-MS analysis of total polycyclic
aromatic hydrocarbons (PAH’s) measured on discrete samples
collected during the study.

n ion

For mzny years it has been possible 10 make in situ measure-
ments of important physical hydrographic parameters in the
marine environment. CTD (conductivity-temperature-depth)
systems arc routincly used to measure vertical profiles of

temperature and salinity in the occan. CTD’s can also be towed
from a surface platform or mounted in submersible vehicles in
order t0 measure horizontal variability. CTD temperature and
conductivity sensors have been designed to have rapid response
characteristics and support high sampling rates {ca. 10 Hz).
These systems arc routinely used for mapping small scale
variability in physical hydrographic conditions.

Interest in environmental issues has increased the requirement
for sensors that can measurc parameters of environmental con-
cern. The need to map chemical plumes in order to locate and
discriminate sources of contamination as well as better under-
stand the distribution and fate of chemical contaminants has
intensified the demand for chemical sensors that respond on the
same time and space scales as sensors on CTD systems. How-
ever, at present there are almost no chemical sensors that meet
the requirements for rapid responsc time and reversibility.
Oxygen and pH sensors probably come the closest, but these two
chemical variables do not provide a direct measure of chemical
contaminants of environmental concern (eg., petroleum
hydrocarbons, chiorinated organic compounds, trace metals,
etc.). In order to map the distribution of a chemical pollutants it
is usually necessary to collect discrete samples and send them 1o
a laboratory for subsequent analysis. There are several critical
shortcomings to this approach: (1) Because chemical data from
the laboratory is generally not available for weeks to months after
samples are collected there is a lack of real-time chemical
information to guide the sampling program. (2) The sparsity of
chemical data that is a direct limitation of discrete sampling docs
not normally provide enough information to discriminate small

*Present address: Kinnetic Laboratories, Inc., Anchorage, AK 99501




scale fcatures that can be used to track plumes or d.. ‘inguish
SOURCES.

For the reasons discussed above we have embarked on a program
10 develop real-time sensor systems for in situ chemical meas-
urcments. This paper describes efforts to develop a fiber optic
based fluorometer system that permits real-time in situ measure-
ments of petroleum hydrocarbons in scawater.

Methods

Instrumentation. A schematic of the pulsed-laser fiber optic-
based fluorometer system is shown in Figure 1. Details of the
system have already been described [1,2). In brief, UV light
from a pulsed N3 laser that operates at 337 nm with a pulse width
of 0.8 nsec and a pulse energy of 1.4 mJ is coupled into the centsal
fiber of a 10 m long fused silica, bifurcated seven-fiber bundle.
Fluorescence stimulated in the sample by the laser pulse is
coliected by six other fibers that are concentrically distributed
around the excitation fiber. This signal is returmed to the in-
strumentation setup where it is dispersed spectrally using a
polychromator and measured with a linear photodiode array. A
triggering photodiode coupled with a fast pulser delay generator
is used to control the gating of the detector. Analysis times are
rapid. Read out of a fluorescence emission spectrum requires
approximately 16 msec.

The system offers several advantages compared with non-time
gated systems. Because the detector is only active for a period
of 20 nanoseconds, coordinated with the arrival of the fluores-
cence signal at the detector, contributions to the signal from

Fasl Pubosr
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Figure 1. Schemaltic of fiber optic-based fluorometer
system.

Figure 2. Fluorescence emission-decay matrix for
diesel fuel marine in water.

ambient background light are negligible. Also, by incrementing
the defay gencrator for successive laser pulses it possible to
measure the fluorescence decay time of the fluorescence event.

A representative data set measured with the fiber fluorometer
system is presented in Figure 2. This exampie shows the fluores-
cence emission-decay matrix for diesel fuel manne (DFM) in
water. The data set was generated by collecting six scquential
spectral scans with each successive scan incrementally delayed
relative to the laser pulse by 2 nsec. The utility of measuring
fluorescence decay times is that different compounds that con-
tribute to the observed fluorescence signal have different decay
times. Differences in fluorescence decay times are particularly
useful for resolving fluorescence emission signals for com-
pounds that cannot be resolved spectrally. We have shown that
it is possible to distinguish several PAH’s in oxygenated
seawater on the basis of fluorescence decay times {1]. PAH's
are important environmentally because they are components of
petroleum hydrocarbon products and are also formed via incom-
plete combustion of fossil fucls. Many have well documented
carcinogenic behavior [3].

Results

A study was conducted in which the pulsed-laser fiber optic
fluorometer system was used to measure petroleum hydrocarbon
fluorescence over a tidal cycle from a moored survey craft necar
the mouth of San Diego Bay. Mcasurements with the fiber optic
system were made using a 10 meter long “barc-ended™ fiber
bundle mounted in an instrument well that penetrated the hull of
the survey craft (Fig. 3). The probe was positionced approximate-
Iv 1 meter below the surface of the water. The end of the fiber
was shielded by a slotted PV shcath that keep kelp from
collecting on the probe and also provided a constant background
(Fig. 4). A photograph of the fiber oplic sensor system instatled
onboard the NOSC survey cm2ft is shown in Figure 5. The fiba
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Figure 7. Fluorescence emission spectral scans
measured with fiber optic sensor system over a tidal
cycle near the mouth of San Diego Bay. A measure-
ment was recorded every S-minutes for 26.5 hours.

in seawater using pulsed-laser excitation over optical fibers. The
advantage of the fiber optic system is that it is not necessary to
pump water on-board the survey craft; hence, there is no problem
with contamination/or sorption related to the pumping system.
This would also make it possible to multiplex several fibers to
the same instrument in order make nearly simultaneous measure-
ments at numerous locations with a single instrument. Another
important advantage of the fiber optic system described in this
report is that is possible to rapidly collect the complete fluores-
cence emission spectrum induced in the sample. In contrast,
conventional flow through fluorometers presently only measure
a single emission band. Additional information contained in the
emission spectrum and/or the emission decay matrix can be used
for distinguishing different petroleum products and/or different
contaminant sources.

More recently, the fiber optic sensor system described in this
report was used to conduct underway mapping of petroleum
hydrocarbon distributions in San Diego Bay. Fluorescence
measured over the optical fiber mounted in the transducer well
of the survey craft is shown plotted on a map of San Diego Bay
in Figure 9. The position of the craft (determined automatically
using a microwave positioning system) is represented by the base
of a vector whose height represents the measured fluorescence
intensity. Figure 10 shows a an enlargement of the portion of the
survey made in the vicinity of Shelter Island and Commercial
Basin and in the waters just outside these embayments. Both of
these areas contain marinas with large numbers of recreational
and small commercial boats. Measured fluorescence intensitites
arc much higher within these embayments, suggesting that the
boats and their associated support faciitics are a source of
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Figure 8. Comparison of direct in situ fluorescence
measurements in seawater using the fiber optic probe
vs. oils fluorescence measured using a conventional
Sflow-through fluorometer over a tidal cycle in San
Diego Bay. Data is plotted relative to tidal height
recorded using a fathometer mounted on the hull of the

survey craft.
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Figure 9. Map of San Diego Bay showing relative
fluorescence values measured along cruise transect
with fiber optic fluorometer system. The position of
the craft at the time of measurement is indicated by the
location of the base of a vertical vector whose height
represents the measured fluorescence intensity .

petroleum contamination. No problems were experienced due
to bubbles or other particles interfering with the fiber optic probe
as it was moved through the water. This work sets the stage for
fabrication of a fiber optic array that can be rapidly multiplexed
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Figure 10. Enlargemen: of Shelier Island/Commer-
cial Basin area of San Diego Bay showing higher
fluorescence values within embayments realative (o
lower values in the main channel.

as it is towed through the water w provide nearly simuhancous
samphing at multiple depths.

Comparison ot {luorcscence intensitics measured using the fiber
optic fluorometer with results from GC-MS analyses of wial
polycyclic aromatic hydrocarbons (PAH's) on discrete samples
collected during the mapping survey shows (FFigure 11) a suong
correlation between the real-ume {luorescence measurements
and conventional laboratory GC-MS analvses.  Total PAH con-
centrations were determined by summing the concentration of
individual PAH analytes quantficd by GS-MS. Deuil of the
GS-MS analytical procedure and the list of PAH compounds
quantified is presented elsewhere [4].

Summary and {uture work

The laser induced fiber optic fluorometer system described in
this repont offers the possibility of rapid in situ delermination of
low (ppb) concentrations of petroleum hydrocarbon compounds
directly in scawater. Analysis times on the order of tens of
milli-seconds are similar to response imes for temperature and
conductivity sensors on conventional CTD systems and cxceed
response times of most oxygen and pH sensors. Thaus, the fiber
optic sensor system permits in situ chemical measurements for
the same scales of temporal and spatial variability that arc
possible with CTD systems. In the future the capability of
multiplexing many fibers coupled to the same measurement
instrument will permit multi-dimensional real-time mapping of
pollutant distributions.
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Figure 11. Fluorescence intensities measwred with
the fiber optic fluorometer system versus lotal PAH
concentrations measured by GC-MS on discrete
samples collected during the survey.




.
.o

Other work is in progress to extend the fluorescence techniques
reported here to chemical species that do not normally fluoresce.
Efforts are underway to develop fluorogenic indicator sysiems
that will permit the determination of trace transition metal ions
through detection of fluorescent metal-indicator complexes. A
novel system of consiantly rencwing the indicator a the probe tip
has already been reported that provides excellent response times
and is completely reversible on time scales of 1 sec [5).
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